[Determination of oxymatrine content and its related substances in oxymatrine capsule by HPLC].
To determine oxymatrine content and its related substances in oxymatrine capsule. A HPLC method was adopted. C18 column was used. The mobile phase consisted of phosphate buffer solution-methanol (85:15). The UV detective wavelength was 210 nm. The calibration curve of oxymatrine was linear in the range of 6.952 - 20.856 microg/ml (r = 0.9999). The calibration curve of N-oxysophocarpine was linear in the range of 0.1837 - 0.5510 microg/ml (r = 0.9997). The method is simple, rapid and accurate.